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Measurement of blood pressure (BP) is an essential component of physical examination in both children and adults. In spite of a low prevalence of hypertension in children, [1] [2] [3] [4] early and accurate detection of elevated BP is nonetheless very important for preventing future end-organ damage. [5] [6] [7] While normative data on BP in children are based on manual BP readings using mercury sphygmomanometer, automated oscillometric BP monitors are now widely used in pediatric clinics and hospitals. 8 Studies comparing oscillometric and mercury BP monitors have yielded inconsistent findings where the oscillometric method has been found to either overestimate or underestimate the BP. [9] [10] [11] [12] [13] Two recent US studies 14, 15 have investigated the difference between BP measurements obtained by aneroid and mercury sphygmomanometers in children and found no or minimal difference between these measurement methods. To date, the only published study comparing an aneroid sphygmomanometer with an oscillometric BP monitor was carried out in a population of 235 children with chronic kidney disease (CKD). 16 The oscillometric monitor was found to overestimate both the systolic and diastolic BP and limited agreement was found between the two methods in classification of BP status.
Although mercury sphygmomanometers have been widely replaced with aneroid BP devices, no studies have compared aneroid sphygmomanometers and automated oscillometric BP monitors in population-based samples. The aim of this study was to compare BP measurements obtained using aneroid sphygmomanometer and automated oscillometric device and to analyze factors contributing to the differences between these two methods in 9-to 10-year-old Icelandic school children.
METHODS
The study was a part of a population-based, crosssectional study of BP in healthy 9-to 10-year-old Icelandic school children carried out in the year 2009. 4 Of the 1472 children invited to participate, the parents of 1071 children gave their written informed consent for participation. The study was approved by The National Bioethics Committee (NBC 08-138) and The Icelandic Data Protection Authority.
The aneroid BP monitor used in the study was the Accoson Green Light 300 Sphygmomanometer (Accoson, Harlow, Essex, UK), which has been validated in adults but not in children. 17 The oscillometric blood pressor monitor was the IntelliVue MP50 Patient Monitor (Philips, Andover, MA). The aneroid sphygmomanometer was already being used in our pediatric hypertension clinic at the initiation of the study and the oscillometric monitor was available to our research group without cost at the time of the study.
Each child underwent a total of four seated BP measurements in a quiet room close to the classroom, of which two measurements were performed using the manual aneroid sphygmomanometer and two measurements with the automated oscillometric monitor. The BP measurements were carried out between 8 AM and 2 PM, at least 30 seconds apart following a minimum of 2 minutes of rest. Two trained physicians wearing casual clothing performed all BP measurements and all aneroid readings were obtained by the same physician. The BP cuffs had a bladder width of at least 40% and a bladder length of 80% to 100% of the child's upper arm circumference at a point midway between the olecranon and the acromion. 18 When the aneroid BP monitor was used, systolic BP was determined by the auscultatory appearance of the first Korotkoff sound and diastolic BP by the fifth Korotkoff sound, rounded to the nearest 2 mm Hg.
The children were divided into two groups designated as O and A, based on the order by which their BP was measured. Children in group O first underwent two oscillometric and then two aneroid BP measurements, while children in group A had their BP measured in the reverse order. This approach was chosen to reduce the confounding effect of the first reading, which is frequently higher than subsequent readings. 11 The order by which the children were brought from the classroom to the examination room was left to the discretion of the individual teachers. The first child was assigned to group O and the second child to group A and the remainder of the children were assigned to two groups in an alternating order. Normative BP data published by the National High Blood Pressure Education Program Working Group on High Blood Pressure in Children and Adolescents were used to define BP percentiles. 18 Elevated BP was defined as BP ≥95th age-, sex-, and height-specific percentile.
Measurements of height and weight were obtained by school nurses and the body mass index (BMI) calculated. Anthropometric reference data for sex and age from the Centers for Disease Control and Prevention were used to establish height and weight percentiles and to calculate BMI percentile.
Statistical Considerations
Data are presented as percentage or meanAEstandard deviation. The two groups of children were compared using the two-sample t test and chi-square analysis. Three strategies were employed to compare BP readings obtained by the aneroid and oscillometric techniques. First, each child served as its own control and a paired t test was used to compare the first BP reading obtained by each method, then the second reading by each method, and finally the mean of the two readings obtained by each method. Second, we compared each of the two oscillometric measurements for one group with the corresponding aneroid measurements for the other group, using two-sample t test. Finally, we performed a repeated measures analysis of variance (rmANOVA) to better characterize the decline in BP readings with repeated measurements and to test for a potential effect of method and method order, controlling for BMI and sex. The frequency of elevated BP (≥95th percentile) observed by each method was compared using McNemar's test and the agreement between the methods in detecting elevated BP examined using the j statistic (>0.7 good agreement, 0.4-0.7 fair agreement, <0.4 limited agreement). Correlation between BP readings was examined using Pearson′s correlation coefficient. To further investigate the difference in BP readings by the two methods, we plotted Bland-Altman graphs and applied Pearson′s correlation coefficient to examine the relationship between body composition parameters and the BP difference. Sex variability in BP difference between the measurement methods was assessed by the two-sample t test. Statistical significance was set at a P value of <.05. Statistical analysis was performed with SPSS 17.0 (SPSS, IBM Corporation, Armonk, NY).
RESULTS
Of the 1071 participating children, 92 had missing data, leaving 979 patients with complete data for BP, height, weight, BMI, and BMI percentile. The mean age was 9.6AE0.3 years and 50.4% were female. The mean height was 139AE6 cm and the mean weight 34AE7 kg, yielding an average BMI of 17.6AE2.8 (BMI percentile 56.9AE28.2). Obesity was present in 7.2% of the children and 20.1% were either overweight or obese. A total of 459 children were assigned to group O and 520 children to group A. There was no difference between the two groups with respect to age, sex, height, weight, BMI, and BMI percentile or the frequency of overweight and obesity. The mean BP for each of the four measurements is presented in Table I and the comparison of BP measurements, with each child serving as its own control, is displayed in Table II . The first systolic BP measurement obtained using the oscillometric method was significantly higher than the first aneroid reading (113.0AE9.3 mm Hg vs 112.3AE8.3 mm Hg; P=.003). No significant difference was found between the two methods for the second systolic BP readings (110.0AE8.7 mm Hg vs 110.4AE8.4 mm Hg; P=.11) or for the mean of the two readings obtained by each method (111.5AE8.6 mm Hg vs 111.3AE8.1 mm Hg; P=.39). For diastolic BP, the first and second measurement and the average of the two measurements were significantly lower with the Figure 1 ). The mean of the two oscillometric systolic BP readings was on average 0.18AE7 mm Hg higher than the mean of the two aneroid readings (P=.39), with a difference ranging from À21 mm Hg to 21 mm Hg. The mean diastolic BP readings by the aneroid sphygmomanometer were on average 3.1AE8.0 mm Hg higher than the oscillometric readings, with the difference ranging from À33 mm Hg to 35 mm Hg. The difference between the mean of the oscillometric and aneroid systolic BP readings obtained in all study subjects was within 5 mm Hg in 55%, 10 mm Hg in 88%, and within 15 mm Hg in 97% of participants. The difference between the mean of all oscillometric and aneroid diastolic BP readings was within 5 mm Hg in 46%, 10 mm Hg in 77%, and within 15 mm Hg in 92% of participants. Bland-Altman analysis showed that the magnitude of the difference in systolic and diastolic BP between the two measurement methods was unrelated to the BP level (Figure 2 ).
There was a significant correlation between the difference in systolic BP obtained by the two methods and BMI (r=0.077, P=.013), while the correlation with BMI percentile, height, and weight did not reach statistical significance. The difference in diastolic BP obtained using the two methods correlated significantly with height (r=À0.10, P=.001) but not with weight, BMI, or BMI percentile. No sex variability was observed for the difference in BP values obtained by the two measurement methods (P=.2 for systolic BP and P=.4 for diastolic BP).
The mean of the two oscillometric systolic BP readings was elevated (≥95th percentile) in 15.7% of the children and the mean of the two aneroid systolic BP readings in 14.1% (P=.23). Although the frequency of elevated BP did not differ significantly between the two measurement methods, the agreement between the oscillometric and aneroid monitors in detecting elevated systolic BP was limited (j statistic = 0.39), as is shown in Table III . The agreement in the diagnosis of elevated diastolic BP was not calculated as it was present in only very few children. Of the 154 patients (15.7%) who had elevated oscillometric systolic BP, only 69 (44.8%) had elevated BP using the aneroid monitor and an additional 34 (22.1%) had BP in the prehypertension range (90th-95th percentile). Among the 138 patients (14.1%) with elevated BP detected by the aneroid device, only 69 (50%) had elevated BP using the automated oscillometric monitor and an additional 35 (25.4%) had BP in the prehypertension range.
Regardless of the BP measurement technique applied, the first systolic and diastolic BP measurements were significantly higher than each of the subsequent readings (Table I ). The rmANOVA showed the changes between consecutive BP measurements to be significant, except between the second and the third measurements of both systolic and diastolic BP. The interaction between systolic BP and the measurement order was significant (P=.002) and the systolic BP was significantly higher with the oscillometric monitor during the first measurement (adjusted meanAEstandard error of the mean 114.8AE0.40 vs 112.7AE0.38 mm Hg, P<.001) but lower when the fourth measurement was carried out (108.3AE0.37 mm Hg vs 109.9AE0.40 mm Hg, P=.004).
No difference was noted between the two monitors for the second and the third measurements (Figure 3) . The interaction between diastolic BP and the measurement order was also significant (P<.001), with no statistical difference noted for the first diastolic BP reading obtained by the two monitors, while the second, third, and fourth readings were significantly lower with the oscillometric method ( (Figure 3 ).
DISCUSSION
In this study, we compared BP measurements obtained using aneroid and oscillometric monitors in 9-to 10-year-old Icelandic children. We found no difference between the two techniques for average systolic BP, while diastolic BP was significantly lower with the oscillometric method. Further analysis showed a minor difference in systolic BP between the two methods when the order of measurements was accounted for. Although the mean difference between the two methods was trivial, a marked variability in the BP difference was observed. A significant downward trend in BP was observed with each repeated measurement and agreement between the BP monitors was limited. The current study is the first one to compare an aneroid sphygmomanometer with an oscillometric BP monitor in a population-based sample. However, Flynn and colleagues 16 compared an aneroid sphygmomanometer and an oscillometric ambulatory BP monitor in a population of 235 children with CKD, with a median age of 12 years, many of whom were taking antihypertensive medications (72%). The mean of three aneroid measurements was compared with the mean of two oscillometric measurements as the authors omitted the first oscillometric reading from the calculation. The oscillometric monitor overestimated both systolic and diastolic BP by 9 mm Hg and 6 mm Hg, respectively. Unfortunately, the measurements obtained with the two BP devices were not performed at the same time, which means that the BP difference observed could have been caused by a true variability in BP rather than a real difference between the BP monitors. Several previous studies have compared mercury sphygmomanometer and automated oscillometric BP measurements in children. The largest one is the San Antonio Triethnic Children BP Study, 19 which included 7208 children, aged 5 to 17 years, who underwent three BP measurements with a Dinamap 8100 oscillometric BP monitor (Critikon, Inc, Tampa, FL) and three measurements with a mercury sphygmomanometer. Approximately half of the study subjects had their first three BP measurements obtained by the Dinamap monitor while the other half had their BP first measured using the mercury sphygmomanometer. In contrast to our findings, the oscillometric BP readings were on average approximately 11 mm Hg higher than those obtained using the mercury sphygmomanometer. Furthermore, in a study of prepubertal diabetic children carried out by Australian investigators, the Dinamap 8100 overestimated the systolic BP by 5 mm Hg and underestimated the diastolic BP reading by 2 mm Hg when compared with a conventional mercury sphygmomanometer. 20 A number of other studies have found BP obtained using oscillometric monitors to be either higher 10 or lower 9 than with mercury sphygmomanometers. These inconsistencies are most likely explained by the different BP devices used in each study. The fact that diastolic BP seems to be lower with the oscillometric method may either suggest difficulties in the determination of the fifth Korotkoff sound with the auscultatory technique or the fact that the oscillometric monitor detects vibrations in the arterial wall rather than the actual BP. Two recent US studies 14, 15 have investigated the difference between BP measurements obtained with aneroid and mercury sphygmomanometers. The first study 14 compared the two measurement techniques in 727 individuals participating in the National Health and Nutrition Examination Survey (NHANES) and found systolic BP to be minimally higher with the aneroid sphygmomanometer in children aged 8 to 17 years. In the other study, 15 Shah and colleagues conducted a comparison of aneroid and mercury BP monitors among 193 participants in the SEARCH for Diabetes in Youth Study and found no difference between the two methods in the mean systolic BP, while the diastolic BP was slightly lower with the aneroid monitor.
In the present study, a significant downward trend was observed with each consecutive measurement of both systolic and diastolic BP. Limited data have been published on the effect of repeated measurements on BP readings. However, a recent study in the United Kingdom clearly demonstrated that the first BP reading is significantly higher than the subsequent readings irrespective of whether oscillometric or manual auscultatory measurement methods were used. 11 Although the first 3 measurements in the aforementioned Australian study demonstrated a downward trend, the difference between the readings was not significant. 20 The effect of repeated measurements appears to be independent of the method used. The reason for this phenomenon is not fully understood but it seems likely that the additional rest and stress reduction associated with increasing number of measurements may play a significant role. The effect of repeated measurements, however, makes the comparison of different BP measurement techniques difficult. After assigning the children to two groups, O and A, we used two strategies to control for the known reduction in BP values that occurs with increasing number of measurements. First, when each child served as its own control and the first and second BP readings were compared with the third and fourth readings, approximately half of the children had their BP first measured using the automated oscillatory method and the other half with the aneroid sphygmomanometer, which should cancel out the effect of measurement order on the difference in BP obtained by the two techniques. Secondly, we compared each of the two oscillometric readings in one group with the corresponding two aneroid measurements in the other group, thereby eliminating the effect of measurement order on the BP difference. If the BP measurements in all the children had first been carried out using the same device, it would have been impossible to differentiate the effect of measurement order from a true difference between the measurement techniques.
Using either strategy, the first systolic BP reading was slightly higher with the oscillometric monitor. However, the fourth systolic BP reading was higher with the aneroid technique when the two groups were compared. This inconsistency is probably of little clinical significance, considering the small magnitude of the average BP difference between the measurement techniques. The observed reduction in diastolic BP with repeated measurements was more consistent with the oscillometric technique, which yielded lower readings on all but the first measurement. Auscultatory difficulties may have resulted in overestimation of the diastolic BP with the aneroid device. In addition, some of the discordance between the oscillometric and aneroid diastolic BP measurements could be attributable to digital preference for the aneroid measurements. Moreover, the possibility that the software of the oscillometric device could not reliably determine K5 cannot be excluded.
While the average systolic BP readings with the oscillometric and aneroid monitors were similar in our study, there was considerable variation in the BP readings between the two monitors for each individual child. This variability resulted in limited agreement between the two techniques in diagnosing elevated BP (systolic BP ≥95th percentile), as approximately 50% of those found to have elevated BP by one method were normotensive with the other. The agreement improved to approximately 70% when children with BP in the prehypertensive range were included in this analysis. Flynn and colleagues 16 reported similar findings when they compared BP measurements in children with CKD obtained using aneroid and oscillometric methods. In their study, the agreement between the methods in classification of the BP was limited (approximately 60%, j statistic 0.27). Limited agreement between auscultatory and automated oscillometric measurement techniques has also been described in a number of other studies. 9, 10, 12, [19] [20] [21] [22] [23] Notably, in the normative BP dataset published by the National High Blood Pressure Education Program Working Group on High Blood Pressure in Children and Adolescents, there is only a 4 mm Hg difference between BP in the prehypertensive (BP in the 90th percentile) and hypertensive (95th percentile) range. Therefore, multiple BP measurements are recommended before the diagnosis of elevated BP or hypertension is made using either method.
In the current study, the mean difference in systolic BP obtained with the two monitors correlated positively with BMI. While we do not have a plausible explanation for this finding, one can speculate that auscultatory difficulties in overweight children may have contributed to the observed BP difference. No published studies are available for comparison.
STUDY STRENGTHS
The population-based sample and the large number of participating children are the main strengths of this study, yielding 80% power to detect a mean difference of 0.7 mm Hg between the two methods. We also believe that the narrow age range of our study sample may reduce measurement errors as anthropometric measures are likely to be more homogenous than in a group of children with a wider age range. Furthermore, the aneroid BP measurements were all performed by the same physician, which should have decreased measurement variability.
STUDY LIMITATIONS
A relatively small number of BP measurements performed with each method may be viewed as a potential limitation of our study. Because of the significant decline in BP readings observed with increasing number of measurements, more than two recordings may have been needed with each BP monitor to accurately assess the agreement between them. Another limitation is the lack of validation of the two BP devices in children. Finally, the precision of the BP readings may have been affected by a slight difference in the width of the BP cuffs used in the study, which were specifically designed for each BP monitor.
CONCLUSIONS
The first systolic BP was higher with the oscillometric technique, whereas no significant differences between the mean values of all systolic BP readings obtained with the aneroid sphygmomanometer and the oscillometric BP monitors were observed. The oscillometric diastolic BP was similar to or lower than the corresponding aneroid BP. Although the mean difference between the two BP measurement techniques was trivial, a significant intraindividual variability in BP readings was observed that explains the limited agreement between the two techniques in the diagnosis of elevated BP. Elevated BP readings with either technique should be interpreted with caution and multiple measurements are encouraged to facilitate an accurate diagnosis of hypertension.
